3M™ Tegaderm™ CHG Chlorhexidine Gluconate
I.V. Securement Dressing

Proper Application & Removal
for PICC Catheters

Allow all antiseptics and skin protectants to dry
completely.

Peel liner off the dressing and center the CHG
gel pad over the catheter insertion site. Be
careful not to stretch the dressing.

3.

MONITORING THE GEL PAD

2.

1.

4.

Slowly remove the paper frame while
continuing to smooth down the edges.

Smooth the dressing from the center toward
the edges, using firm pressure to enhance
adhesion.

REMOVAL

APPLICATION
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3M™ Tegaderm™ CHG Chlorhexidine Gluconate
I.V. Securement Dressing

1.

The dressing should be changed if
the gel pad remains displaced when
pressed with a finger.

2.

Tegaderm™ CHG dressings should
be changed every seven days, when
the dressing becomes loose or
soiled, the gel pad is saturated, or in
cases where there is swelling, visible
drainage, or lost visibility.

1.

Moving towards the catheter
insertion site, slowly peel the
dressing from the skin. Keep removal
low and slow.

5.

6.

Remove precut securement tape strips from
paper frame. Apply one strip under the tubing
and the other is applied over the tubing.

On the label, document dressing change
information and place the label on the dressing.

2.

Use with Securement Devices
1. Allow all antiseptics and skin protectants to dry
completely.
2. Place securement device onto patient skin and secure
catheter as per facility policy
3. Center the gel pad over catheter insertion site and smooth
the dressing from the centre towards edges.
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4. Ensure dressing and gel pad conforms around the
securement device.
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To facilitate removal, apply moisture
to the gel pad, grasp edge of pad and
slowly peel it and the dressing away
from the skin. Any of the following
products are suitable to be used:
sterile saline, sterile water, alcohol
swab, or an alcohol based skin
antiseptic (swabstick or fluid).

