3M™ Tegaderm™ Diamond Pattern Film Dressing
with Comfort Adhesive Technology
1679

1684

1686

TAPING TECHNIQUES

APPLICATION TECHNIQUE 1684 Shown on P.I.V. Catheter

Taping techniques provide additional catheter
securement and stabilization.

2.

1.

1. Prep site according to facility protocol. Allow all prep solutions to dry completely. Remove liner to expose
adhesive. With adhesive side of dressing facing skin, position transparent portion over the insertion site;
position split in paper frame over catheter hub. Pinch in place around hub. Press transparent portion of
dressing into place. Do not stretch dressing during application.
2. Slowly peel back frame while simultaneously pressing down dressing edges.

3.

Chevron with 1684
After applying dressing, place an approximately
0.5-x-4-inch tape strip, adhesive side up, under
catheter’s hub or suture wing. Fold one end of
tape diagonally across dressing. Repeat with
other end of tape, forming a “V” or chevron.
Place second tape strip, adhesive side down,
across chevron’s base and secure.

4.

Smooth dressing firmly with fingertips, working
from center to edges, using firm pressure.

Secure catheter and label dressing according
to facility protocol.

REMOVAL TECHNIQUES

“H” technique with 1684
To help stabilize winged catheters, place a
sterile tape strip on each side of winged
catheter. Apply dressing.

-or“U” technique with 1686

Low and slow

Stretch release

Using label or tape tab and moving from hub
to insertion site, slowly peel dressing back over
itself, keeping dressing low, while stabilizing
catheter and supporting surrounding skin.

Grasp one edge of dressing and gently pull
it straight out, stretching dressing to release
adhesion.

ADDITIONAL APPLICATIONS
Tegaderm™ Diamond Dressing 1679

After applying dressing, place an approximately
0.5-x-4-inch tape strip, adhesive side up, under
catheter’s hub or suture wing. Fold each end
over, forming a “U” shape. Keep approximately
0.25 in. of adhesive tape on each side of catheter.
Place second tape strip, adhesive side down,
across base of “U.”

Tegaderm™ Diamond Dressing 1686

Parallel technique with 1686
P.I.C.C.

I.J.*

P.I.C.C.

Subclavian

*3M™ Tegaderm™ Diamond Pattern Film Dressing is not indicated to replace sutures for short-term C.V.C. catheters
(e.g. jugular, subclavian, femoral).

Apply strips parallel and adjacent to each other
and continue straight out across dressing.
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